Failure of the laryngeal mask airway (LMA) to ventilate patients with severe tracheal stenosis.
The Laryngeal Mask Airway (LMA) was used during the resuscitation process in two patients with severe tracheal stenosis. In both cases the LMA failed to restore ventilation and both succumbed as a result of hypoxemic cardiac arrest.